[Study of Acoustic Output Power Measurement of Transcranial Doppler Diagnostic & Monitor System].
The fundamental concept, measuring and calculating of Transcranial Doppler Diagnostic & Monitor System acoustic output power are introduced according to hydrophone scanning method and pulsing sequences principle. Then, the feasibility of the method is demonstrated. Finally, the detail calculating method of Transcranial Doppler Diagnostic & Monitor System has been derived.